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The  introduction  of 


SUMMARY 

rapid-cure  magnetic  rubber  inspection 


formulations  has  raised  questions  as  to  whether  there  may  be  some 
in^airment  of  the  sensitivity  emd  reliability  of  the  inspection  technique 
relative  to  its  performance  with  the  well-established,  slower  curing 


formulation.  This  memorandum  atten^ts  to  answer  these  questions 
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mTRODaCTION 


1.1  Magnetic  Rubber  Inspection 


gnetic  rubber  inspection  (MRI)  is  a  form  of  magnetic 
particle  inspection.  In  this  piurticular  form  the  magnetic  peurticles 
are  suspended  in  a  liquid  rubber  curing  at  room  temperature.  The 
rubber,  after  the  addition  of  a  catalyst  amd  a  stablisizer,  is  poured 
into,  or  around,  the  area  to  be  inspected,  where  it  may  be  contained,  if 
necesscury,  by  a  specially  constructed  reservoir.  A  magnetic  field, 
complying  with  the  principles  of  magnetic  paurticle  infection,  is  then 
applied  to  the  part  for  a  period  of  approximately  2  to  4  minutes,  after 
which  the  rubber  solution  continues  to  cure  to  the  solid  state.  The 
flexible  solid  rubber  cast  is  then  removed  from  the  part  and  the  surface 
of  the  cast  is  examined  in  detail,  in  the  relevant  areas,  using  a 
low-power  binocular  microscope.  Evidence  of  surface  and  near-surface 
defects  in  the  material  with  %diich  the  rubber  was  in  contact  during  the 
curing/magnetization  period  appears  at  the  surface  of  the  cast  as 
corresponding  concentrations  of  magnetic  particles. 

Over  the  last  10  years  the  magnetic  rtibber  inspection 
method  has  proved  very  useful  for  the  detection  of  very  small  (0.2mm 
surface  length)  fatigue  cracks  and  other  surface  discontinuities  (e.g. 
non-metallic  inclusions)  in  magnetic  materials.  In  rnemy  instances,  it 
has  been  the  only  method  \diereby  such  defects  could  be  detected 


Developments 


A  recent  development  in  magnetic  rubber  inspection  has 
been  the  introduction  of  a  rubber  solution  of  new  formulation  which 
cures  much  more  quickly  than  the  originally  marketed  material.  The  sole 
advantage  in  the  use  of  the  more  rapid  curing  solution,  apparently,  is 
that  the  time  to  carry  out  an  in^>ection  may  be  much  reduced.  The  new 
material  is  designated  Type  502K  KWIK  CURE  by  the  m^ulufacturers.  (The 
original,  slower  curing  formulation,  which  is  still  available  and  still 
preferred  for  many  applications,  is  designated  singly  Type  502) .  A  further 
alternative  new  form,  designated  Type  502Y,  has  nominally  the  same 
ch«u:acteristics  as  Type  502K,  but  has  a  base  material  which  is  bright 
yellow  instead  of  the  grey  of  the  other  formulations.  For  some  applications 
it  is  thought  that  the  greater  contrast  between  the  yellow  base  and  the 
black  magnetic  particles  provides  a  more  positive  indication  of  defects. 


se  of  Reported  investigation 


This  memorandum  records  and  discusses  observations  made 
during  test  inspections  whose  aim  was  to  obtain  some  assessment  of  the 
relative  sensitivities  emd  reliabilities  of  the  MRI  method  using  the 
above  riibber  formulations  for  the  detection  of  fatigue  cracks  of  very 
short  surface  length  (e.g.  0.2ma). 


2.  PRACTICAL  VARIABLES  AND  CHARACTERISTICS  OF  MAGNETIC  RUBBER 


Temperature,  Curing  Time  and  Pot  Life 


It  has  previously  been  reported  (see  reference)  that 
teng>erature  has  a  marked  effect  on  the  cure  time  of  the  original  magnetic 
mbber  formulation  (Type  502)  mixed  with  the  standard,  manufacturer- 
recommended,  quantities  of  catalyst  and  stcd>ilizer. 


Temperatture,  through  its  effect  on  the  curing  process, 
may  significantly  influence  the  time  available  for  migration  of  magnetic 
particles  suspended  within  the  solution.  For  effective  inspection,  the 
particles  are  required  to  move  through  the  solution  under  the  influence 
of  the  applied  magnetic  field  to  not  less  them  some  minimum  degree 
(distance  and  concentration) ,  before  the  solution  starts  to  "gell"  and 
movement  becomes  virtually  ispossible . 


The  time  for  which  the  rubber  solution  remains  in  a 
condition  in  which  effective  migration  can  occur  is  sometimes  referred 
to  as  its  "pot  life".  (The  pot  life  is  to  be  distinguished  from  the 
"shelf  life",  which  is  the  period  the  rubber  solution  Ccui  be  kept  in 
storage,  prior  to  catalyst/ curing  agent  addition,  before  its  curing 
performance  beccxnes  unacceptcUsly  vari€d>le) . 


If  the  pot  life  of  a  solution  is  short,  the  availedsle 
migration  time  remaining  after  the  liquid  rubber  solution,  with  catalyst 
added,  is  introduced  into  an  inspection  area  and  the  magnetic  field 
applied  (emd  especially  if  some  delay  accidentally  occurs)  may  be  less 
than  required  for  adequate  migration  to  take  place.  As  a  result  there 
will  be,  at  best,  a  reduced  claurity  of  the  defect  indication,  and,  at 
worst,  a  complete  absence  of  any  evidence  of  any  defect. 


3. 


2.2  uncertainties  with  Respect  to  KWIK  CURE 


I 

I 


The  KWIK  CURE  magnetic  rubber  solution  Is  said  by  the 
manufacturer  to  have  a  specific  cure  time  of  20  minutes  and  an  associated 
pot  life  of  4-S  minutes,  when  mixed  to  the  formula* 


I 


10  ml  rubber  base  solution 
2  drops  catalyst 
2  drops  stcdslllzer 


(The  foregoing  times  are  to  be  compared  with  a  cure  tlate  of  60  minutes 
euid  a  pot  life  of  20  minutes  quoted  by  the  manufacturer  for  the  original. 
Type  502  formulation,  with  conq)arable  additions  of  catalyst  amd  stabilizer 
viz  10,  5,  2) . 


No  Information  has  been  given  by  the  manufacturer  as  to 
the  temperature  to  which  the  above  KWIK  CURE  times  correspond.  Therefore, 
as  part  of  the  present  investigation,  tests  similar  to  those  of  the 
reference  study  have  been  conducted  to  ascertain  the  effect  of  temperature 
on  the  performance  of  the  recently  developed,  rapidly  curing  magnetic 
rubber  solutions. 


3 .  EXPERIMENTAL  PROCEDURES 


3.1  Test  Specimen  and  Inspection  Arrangements 


A  test  specimen  typical  of  a  component  on  which  MRI 
would  be  carried  out  to  detect  fatigue  cracks  was  prepared.  The  specimen, 
and  the  location  of  a  laboratory-produced  fatigue  crack,  are  sho%m  In 
Figure  1.  The  specimen,  together  with  a  field-inducing  magnet,  magnet 
pole  pieces  and  a 'plasticine*  dam  arranged  In  the  configuration  used  to 
produce  each  test  cast  In  the  investigation,  is  shotm  In  Figure  2.  For 
each  cast  a  20  ml  quantity  of  rubber  solution  mixture  was  prepared, 
which  provided  sufficient  material  to  fill  the  daun  shown  In  Figure  2  and 
to  leave  in  the  mixing  beaker  a  small  amount  of  the  solution  to  be  used 
In  determining  the  pot  life  and  cure  time  of  the  specific  mix. 


*  This  formula  will  be  referred  to  throughout  this  memorandum  as 
”10,  2,  2”.  Variations  of  the  mixture  will  be  expressed  In  the  same 
6d>revlated  form,  e.g.  "10,  1,  1". 


X 


1 


For  the  first  cast  to  produced  from  the  test  specimen, 
the  original,  well-tried  Type  502  formulation  was  used,  mixed  in  the 
standard  proportions  10,  5,  2  cind  poured  and  cured  at  20"C.  The  resulting 
cast  and  crack  indication  is  shown  in  Fugure  3.  This  indication  was  used 
throughout  the  study  as  the  reference  standard  for  the  comparative 
assessment  of  all  casts  made  with  the  new  magnetic  rubber  formulations. 


3.3  Standard  Routine  for  Preparation  of  Magnetic  Rubber  Mixtures 


Each  of  the  various  20  ml  batches  of  new-formulation 
rubber  used  in  the  tests  was  prepared  in  accordcuice  with  a  consistently 
repeated  routine,  precisely  timed  with  a  stop  watch.  In  each  instance 
the  watch  was  started,  the  catalyst  and  stedsilizer  added  (in  that  order) , 
the  mixture  stirred  for  30  seconds  amd  then  the  liquid  mixture  poured 
into  the  previously  prepared  daun.  The  complete  sequence,  from  the 
starting  of  the  watch  to  completion  of  the  pour  took  60  to  70  seconds 
for  each  cast. 


(In  each  instance  the  magnet  and  pole  pieces  had  been 
placed  in  position  prior  to  the  mixing  and  pouring  of  the  rubber  solution. 
Positioning  of  the  magnets  prior  to  pouring  the  rubber  is  not  usually 
recommended.  If  the  liquid  rxibber  mix  accidently  contacts  the  magnetic 
poles  during  pouring,  a  condition  known  as  "drag-out”  may  occur,  with  a 
heavy  concentration  of  particles  occurring  at  the  magnets  poles  emd  an 
associated  depletion  of  the  particle  content  in  the  inspection  area, 

«diich  seriously  reduces  the  efficiency  of  the  inspection.  However,  for 
the  purposes  of  this  study,  it  was  considered  that  the  extra  time  required 
to  position  the  magnets  after  pouring  the  rubber  would  be  a  greater 
potential  source  of  misleading  variations  in  the  experimental  results 
than  the  rather  unlikely  events  of  unnoticed  liquid  rubber  spillage  and 
particle  "drag-out") 


3.4  Pot  Life  (Migration  Time)  Assessment 


The  pot  life,  or  time  available  for  effective  migration, 
and  the  time  required  for  such  migration  are  difficult  to  determine 
accurately.  Measurement  of  pot  life  was  atten^ted  firstly  by  placing 
drops  of  the  curing  liquid  rubber  mixture  on  a  glass  microscope  slide 
held  in  a  constant  and  uniform  strong  magnetic  field  (1000  gauss) .  The 
sanqple  drops  were  taken  from  the  solution  at  30-second  intervals  until 
useful  viscosity  started  to  be  lost,  as  indicated  by  the  "stringing"  of 
the  solution  (see  below)  as  the  sample  drops  were  removed.  After  the 
drops  on  the  slide  had  cured  they  were  excunined  microscopically  (Figure  4) 
to  conqpare  the  distribution  and  orientation  of  the  magnetic  particles  in 
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each  sample  and,  in  this  way,  to  estimate  the  time  at  which  their 
migration  was  significantly  affected  by  the  increasing  viscosity  of  the 
curing  solution. 


As  may  be  seen  from  Figure  4,  for  the  particular  solution 
represented  there,  effective  migration  appears  to  have  ceased,  as 
indicated  by  the  subsequent  uniform  particle  distribution  and 
orientation,  at  cdaout  180  seconds. 


It  was  thought  that  a  more  direct  indication  of  the  effect 
of  the  cviring  process  on  the  viscosity  of  the  solution,  and  hence  on 
particle  migration  over  this  period  of  time,  may  have  been  obtained  by 
observing,  at  the  30-second  scunpling  intervals,  the  changing  viscosity 
of  the  solution  at  the  end  of  a  wooden  sampling  rod  used  to  remove  the 
san^ling  drops  from  the  bulk  solution.  The  occurrence  of  the  "stringing" 
effect  in  this  operation  after  a  certain  period  of  time  would  appear  to 
be  related  to  the  changing  viscosity  of  the  solution  and  thus  might 
be  expected  to  give  a  usefully  accurate  indication  of  pot  life. 


3.5 


Cure  Time  Determination 


The  curing  process  was  taken  to  be  con^lete  as  soon  as 
the  remnant  of  the  rubber  solution  in  the  beaUcer  could  be  removed  as  a 
solid  plug.  The  cure  time  determined  in  this  way  would  be  shorter  than 
that  allowed  in  field  inspections,  since  the  surface  of  the  plug  was 
still  quite  sticky  when  the  plug  could  just  be  removed  from  the  beaker 
without  damage.  This  process  provided  a  readily  observed  reference 
condition  for  the  conparing  of  cure  times. 


3.6  St^d)ilization  of  Temperature  of  Test  Specimen 
and  Associated  Equipment  and  Materials 


The  test  specimen,  together  with  all  of  the  test  equipment 
and  the  rubber  solution  and  addatives,  was  allowed  to  stand  in  a 
temperature-controlled  room*  at  each  of  the  chosen  test  temperatures 
(see  Section  3.7  below)  for  at  least  4  hours  before  the  commencement  of 
each  test  cast. 


In  this  way  accuracy  of  determination  of  variation  in 
performance  of  the  inspection  technique  with  ten^rature,  for  each 
formulation  and  mixture,  was  assured.  (This  proecedure  was  considered 
to  be  particularly  important  following  preliminary  tests  which  showed 
that  the  practice  of  ARL  (and  others)  of  storing  the  magnetic  rubber 
ingredients  under  refrigeration  (at  approximately  4"C)  and  then  mixing 
them,  for  use,  at  various  times  after  removal  from  cold  storage  resulted 
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in  a  significant  variation  in  cure  time  for  the  KWIK  CURE  formulation 
Presumably  the  pot  life/migration  time  would  be  similarly  affected) . 


7. 


of  the  pot  life.  The  hatched  section  of  the  columns  represent  the 
range  of  times  observed  for  pot  life  and  cure  time  over  a  number 
(3  to  6)  of  tests. 


4.2  Particle  Miqration  Time 


The  microscope  examination  magnetic  rubber  mixtures 
curing  at  various  temperatures  indicat^ic  that,  in  all  instances, 
particle  migration  ceased  30-60  seconds  before  the  viscosity  of  the 
solution  had  decreased  to  the  level  at  which  "stringing”  began  when  the 
samples  were  being  taken.  Intervals  within  this  time-range  comprise  a 
significant  proportion  of  the  quoted  standard  pot  life  of  4-5  minutes 
for  the  KWIK  CUPE  formulation.  Evidently  particle  migration  begins 
to  decrease  very  significantly  well  before  there  are  readily  obvious 
signs  of  a  significant  increase  in  solution  viscosity. 


Supplementary  experiments  following  on  from  the  above 
observations,  showed  that  a  10-second  delay  in  the  application  of  the 
magnetic  field,  after  the  pouring  of  the  standard  10,  2,  2  KWIK  CUBE 
solution,  had  a  marked  effect  on  the  crack  detection  performance  of  the 
technique.  Even  with  this  seemingly  relatively  short  delay,  the  crack 
indication  was  only  just  discernible  (Figure  6) . 


4.3  Clarity  of  Crack  Indications  Under  Normal  Conditions 


All  of  the  casts  produced  in  the  tests,  where  there 
was  no  delay  in  the  application  of  the  magnetic  field  (nor  in  pouring) , 
resulted  in  satisfactory  indications  of  the  crack  in  the  standard  test 
specimen . 


Opinions  varied  eunong  con^etent  laboratory  staff  as  to 
which  of  the  three  rubber  formulations  (502,  502K,  502y)  produced  the 
clearest  indication  of  the  test  crack.  The  yellow-base  material  (502Y) 
provided  a  more  contrasting  background  for  the  observation  of  the  black 
magnetic  particles  aggregated  in  the  cast  at  the  position  of  the  crack, 
which  obviously  emphasised  <he  crack  indication.  However,  in  the  same 
way,  the  general  distribution  of  fine  black  particles  over  the  remainder 
of  the  surface  of  the  cast  was  more  intrusive  in  appearance  and,  it  was 
found  in  some  instances,  apt  to  introduce  some  unwarranted  concern  that 
there  may  have  been  some  other  incipient  cracking  in  the  specimen. 

But,  in  general,  the  degree  of  "seeability"  of  the  crack  indications 
was  similar  for  both  the  grey  and  yellow  formulations. 


The  pot  life  2knd  cure  time  decreased  with  increase  in 
ambient  temperature  for  both  rapid-cure  formulations  (Figures  5  and  7) . 
However,  although  formulation  502K  was  nominally  identical  to  502Y  , 
the  grey  502K  material  did  show,  in  the  present  experiments,  a  generally 
shorter  pot  life  than  the  yellow  502Y- 


Both  containers  of  rubber  solution  used  were  marked  with 
the  same  manufacturing  lot  nuiaber.  It  may  be  concluded  therefore,  at 
this  stage,  that  notwithstcuiding  the  manufacturer's  claim  that  the 
performances  of  the  502K  and  Y  formulations  is  the  same,  the  yellow 
colouring  agent  in  the  502Y  KWIK  CUKE  formulation  may  have  had  an 
inhibiting  effect  on  the  curing  agent  or  process. 


Conmarison  of  Observed  and 


and  Cure  Time 


oted  Values  of  Pot  Life 


The  pot  life  of  4  minutes  quoted  by  the  manufacturer 
for  the  KWIK  CUKE  formulations  was  achieved  or  exceeded  only  when  the 
anOsient  temperature  was  20'*C  or  less,  cuid  then  principally  by  the  502Y 
formulation  in  the  10,  1,  1  mixture  (Figures  5  and  7) .  The  pot  life  was 
only  2  minutes  for  some  of  the  test  conditions,  which  corresponded  to 
what  might  be  encountered  in  practice.  Indeed  the  cure  time,  also,  in 
some  instances  was  barely  equal  to  or  not  very  much  more  than  4  minutes. 
It  was  always  well  below  the  quoted  20  minutes  when  the  standard 
(10,  2,  2),  recommended  proportion  of  catalyst  emd  stabilizer  were  used. 


On  the  basis  of  the  present  observations,  it  is  to  be 
advised  that  the  effective  pot  life  of  the  new,  quicker  curing  formulations 
be  determined  by  a  prospective  user,  using  a  standard  cracked  reference 
specimen,  for  the  exact  ten^rature  conditions  in  which  the  material  is 
to  be  applied.  This  must  be  done  if  it  is  to  be  ensured,  by  adjustment 
of  the  conditions  and/or  the  mixing  proportions,  that  adequate  time 
will  be  available  for  particle  migration  after  pouring  of  the  solution 
and  application  of  the  magnetic  field. 


5.3 


The  cross-hatched  sections  of  the.  coliunns  in  Figure  5 
indicate  the  variability  in  pot  life  and  cure  time  over  the  range  of 
test  temperatures  for  the  two  mixing  formulas.  The  variability  is  markedly 
greater  for  the  10,  1,  1  mixture,  especially  with  the  Y  formulation. 


It  is  considered  most  likely  that  the  Veuriation  for  a 
given  mixture  at  a  given  temperature  may  be, in  significant  part, 
attributable  to  variations  (inaccuracies)  in  the  measuring  out  of  the 
catalyst  and  stabilizer  quantities.  The  10,  1,  1  mixture,  with  the 
reduced  proportion  of  catalyst  (and  the  relative  increase  in  the 
proportion  of  stabilizer) ,  would  be  the  more  sensitive  of  the  two  mixtures 
tested  to  such  inaccuracies  and  it  would  be  expected  to  display,  as  it 
did,  the  greater  variability  in  pot  life  2md  cure  time. 


(The  dispensing  performance  of  the  catalyst  and  stabilizer 
droppers  supplied  by  the  manufacturer  with  the  new  magnetic  rubber 
formulations  was  judged,  early  in  the  tests,  to  be  less  satisfactory  than 
that  of  the  seemingly  more  precisely  controllable  eye-dropper  type  of 
dispensers  originally  provided  by  the  manufacturer,  when  magnetic  rubber 
was  first  introduced.  In  supplementary  tests  using  the  eye-dropper 
dispenser  there  was  much  less  variation  in  cure  time) . 


Maximum  AchievcUole  Pot  Life  and  Cure  Time 
at  Practical  Tenroratures 


Notwithstanding  the  variability  of  the  observed  pot  life 
£md  cure  time  discussed  in  the  previous  section,  a  number  of  pertinent 
and  valid  conclusions  may  be  drawn  from  the  mean  values  of  the  lives 
and  times  measured  in  the  described  experiments. 


Figures  8  and  9  show  the  effect  of  a  change  in  the 
nominal  proportion  of  catalyst  on  the  nominal  (mean)  pot  life  and  cure 
time  respectively,  for  the  502K  and  502Y  formulations  at  constant 
temperature.  At  the  lower  test  temperature  (15”C) ,  changes  in  the 
proportion  of  catalyst  in  both  formulations  had  no  effect  on  the  mean 
value  of  pot  life.  Likewise,  at  the  higher  test  temperature  of  28°C, 
changes  in  the  catalyst  addition  had  little  or  no  effect.  At  the  middle 
test  temperature  (20'’C) ,  however,  there  was  a  significant  increase  in 
pot  life  (mean  value)  with  decrease  in  catalyst  content  for  both 
formulations.  (See  Figure  8). 

For  the  cure  time,  there  was  a  marked  and  consistent 
increase  in  the  mean  value  with  decrease  in  the  proportion  of  catalyst 
at  each  of  the  test  temperatures  for  the  502Y  formulation  (see  Figure  9) . 


However,  for  the  502K  formulation  the  change  in  cure  time  was 
inconsistent.  It  is  also  readily  to  be  seen  from  Figtire  9  that  the 
decrease  in  the  mean  value  of  cure  time  with  each  increase  in  ten^rature 
is  substantially  restored  for  the  Y  formulation  by  the  decrease  in  the 
quantity  of  catalyst,  but  this  did  not  consistently  happen  with  the  K 
formulation . 


The  maximum  for  the  mean  value  of  pot  life  for  the  502Y 
formulation  was  about  6  minutes,  at  15°C,  for  both  the  10,  2,  2  emd 
10,  1,  1  mixtures.  For  the  502K  formulation  the  mEOcimum  was  marginally 
less  than  4  minutes,  at  15”C  for  the  10,  2,  2  mixture  and  at  15"  emd 
20"C  for  the  10,  1,  1  mixture. 


The  maximum  cure  time,  for  both  formulations,  was  of 
the  order  of  11-13  minutes  at  15  and  20"C  for  502y  emd  at  15"C  for 
502K,  for  the  10,  2,  2  mixture.  The  mean  value  increased  to  edx>ut  20 
minutes  for  the  502Y  formulation,  at  15"C,  for  the  10,  1,  1  mixture. 
The  mean  cure  time  for  the  502K  formulation,  at  15"C,  for  the  10,  1,  1 
mixture  was  only  9  minutes. 


The  results  of  the  present  tests  indicate  that,  at 
temperatures  most  likely  to  be  prevailing  at  places  (localities)  where 
the  MRI  technique  may  be  applied,  for  example  20"  -  25"C,  the  pot  life 
for  502K  may  not  be  very  much  more  than  2  minutes,  as  noted  earlier, 
even  with  reduced  catalyst  content.  For  502Y  it  may  be  as  low  as  about 
3  minutes.  In  summary,  reduction  of  catalyst  content  only  marginally 
improves  the  pot  life  of  502Y.  There  ceui  be  even  less  confidence,  on 
the  basis  of  present  tests,  that  reducing  the  amount  of  catalyst  added 
to  the  502K  formulation  will  produce  even  a  marginal  increase  in  pot 
life  at  likely  practical  ten^ratures. 


It  is  also  to  be  kept  in  mind  that,  for  not  fully 
identified  reasons,  there  may  be  significEuit  vEuriation  in  pot  life  and 
cure  time  below  the  recorded  meEUi  values.  When  such  VEuriation  occurs, 
there  will  be  a  further  limitation  of  opportunity  for  particle  migration 
and,  thus,  reduced  "marking"  of  a  defect  with  the  new  quick  curing 
formulation . 


5.5  Problem  of  Accxirate  Determination  of  Particle 


Pot  life,  as  determined  by  the  "stringing"  test,  does  not 
appear  to  correspond  exactly  to  the  effective  particle  migration  time, 
as  was  originally  assumed  (Section  2).  Determination  of  the  time  when, 
precisely,  effective  migration  of  particles  has  ceased, is  difficult. 


The  apparent  cessation  of  particle  migration  30-60  seconds  before  the 
expiration  of  pot  life  indicates  that  the  time  available  for  pouring 
the  magnetic  mbber  mixture  into  place  and  applying  the  magnetic  field 
may  be  very  short  indeed,  if  the  ambient  tenperature  is  above  20°C. 

The  effect  of  a  delay  (say  10  seconds)  in  the  combined  operation  of 
doing  these  things  may  be  critical.  In  these  circumstcuices  the 
probability  of  cui  indistinct  crack  indication,  and  even  no  crack 
indication  at  all,  of  £ui  existing  small  crack  may  be  unacceptably  high. 


5.6  Material  Batch  Differences  as  Possible  Source  of  Variation 
in  Perform2mce 


It  is  in^rtant  to  note  that  the  results  of  the  present 
study  were  derived  from  only  one  production  batch  of  the  two  forms  of 
quick  curing  rubber.  From  previous  experience  with  the  original 
magnetic  rubber  formulation  and  vauriability  of  performance  (cure  time 
especially)  it  is  expected  that  there  could  be  appreciable  variations 
in  the  performance  characteristics  of  other  batches  of  the  KNIK  CURE 
material.  On  this  account,  also,  relevant  precautions,  viz  frequent 
use  of  a  standard  reference  specimen,  with  a  known  crack,  at  a  specified 
temperatiure  and  with  a  specified  solution  mix,  should  be  observed. 


6.  CONCLUSIONS 


The  observations  and  considerations  amde  in  the  present 
investigation  of  the  performance  of  the  new  quick  curing  magnetic 
rxibber  formulations  Type  502K  and  502Y  lead  to  the  following  conclusions 
regarding  there  capabilities  and  effective  use  - 


(1)  Their  crack  detection  sensitivity  is  similar  to  that  of  the 
original  (standard.  Type  502)  magnetic  rubber  formulation. 

(2)  The  achievement  and  maintenance  of  this  sensitivity, 
particularly  with  respect  to  the  presence  of  very  small 
cracks,  depends  upon  appropriate  and  adequate  control  of 
the  conditions  pf  application  of  the  new  formulations. 


(3)  The  need  for  appropriate  and  adequate  control  of  the 

conditions  of  application  of  the  new  quick-curing  formulations 
becomes  more  critical  as  the  eunbient  ten^rature  increases. 


Establishment  of  a  uniform,  and  known,  ten^rature  for 
all  the  apparatus  and  materials  used  in  the  inspection. 
Including  of  course  the  component (s)  to  be  inspected,  is  an 
essential  requirement. 


(4) 


12. 


(5)  Accurate  masurement  of  the  quantity  of  additives,  and 
their  thorough  mixing  through  the  mibber  solution,  is 
essential  if  variation  in  pot  life  and  curing  time,  and 
thus  in  overall  performance,  is  to  be  minimized. 


(6)  Significant  variation  in  performance ' is  thought  to  be 

a  possibility  even  tdien  the  dispensing  of  the  additives  is 
accurate  and  the  mixing  thorough.  This  variation  may 
be  expected  as  a  result  of  batch  variation  in  the  supplied 
magnetic  rubber  solution  (and  possibly  the  catalyst  and 
stabilizer) .  Therefore  control  tests  should  be  undertaken 
(sanple  casts  made)  using  a  standard  cracked  reference 
specimen  to  check  on  the  quality  of  the  inspection  procedure, 
in  all  instances.  Such  casts  should  be  made  at  the  beginning 
of  an  inspection  activity  and  at  appropriately  frequent 
intervals  thereafter,  and  at  the  exact  temperature  at  which 
the  rubber  is  to  be  (or  is  being)  applied  in  the  primary 
inspection  process.  (Indirectly,  such  casts  check  on  the 
accuracy  of  the  additive  dispensing,  the  thoroughness  of  the 
mixing,  the  adequacy  of  the  pot  life  and  migration  time  and 
on  the  curing  time) . 

For  very  critical  inspections,  scunple  casts  may  need  to  be 
made  for  every  batch  of  rubber  solution  mixed.  (Because 
of  the  difficulty  of  making  multiple  casts,  given  the  short 
pot  life  of  the  quick-curing  formulations,  sep2u:ate,  but 
nominally  identical,  mixtures  may  have  to  be  prepared  for 
every  cast  made  in  the  inspection  process  proper.  The 
making  and  examination  of  control  casts  of  course  adds  to 
the  total  inspection  time  and  tends  to  negate  the  basic 
advcuitage  of  the  quicker  curing) . 


(7)  Precise  timing  of  the  mixing,  pouring  and  magnetization 
of  the  magnetic  rubber  solution  should  be  carried  out  in 
every  application. 


(8)  Timing  should  start  with  the  addition  of  the  first  drops 
of  catalyst  to  the  rubber  solution.  Although  mixing  must 
be  sufficiently  long  to  ensure  conqplete  blending  of  the 
additives,  it  itibst  not  be  so  long  as  to  excessively  reduce 
the  time  available  for  the  pouring  and  magnetization  of  the 
solution  and  the  subsequent  required  particle  migration. 

(9)  The  field-inducing  magnets  should  be  positioned  before  the 
mixing  and  pouring  of  the  rubber  solution,  if  possible,  i.e. 
where  the  presence  of  the  magnets  does  not  prevent  access 
for  pouring  or  make  access  so  difficult  that  there  is  a 
high  likelihood  of  spillage  of  some  of  the  solution 
during  pouring  with  consequent  particle  "drag-out".  With 


further  reference  to  the  possibility  of  solution  spillage 
and  resulting  particle  "drag-out"  -  an  event  which  in 
general  is  most  undesircdsle  -  some  compromise  may  have  to 
be  made  in  the  use  of  the  quicker  curing  formulations. 

Where  such  an  event  occurs  its  effect  C2m  be  assessed  upon 
examination  of  the  solidified  cast  and,  if  necessary,  emother 
cast  made.  Although,  of  course,  this  would  negate  the 
advantage  of  the  quicker  curing  rubber,  considerations 
regarding  the  quickness  of  the  inspection  must  be  secondary 
to  those  relating  to  the  achievement  of  a  valid  inspection 
result  with  respect  to  the  certain  determination  of  whether 
or  not  a  crack  is  present. 


7 .  CONCLUDING  REMARKS 

I 

Magnetic  rubber,  since  its  introduction  as  a  practical 
inspection  technique,  has  proved  to  be  a  particularly  sensitive  meams 
for  detecting  small  cracks  and  giving  an  accurate  measure  of  their 
surface  length,  in  circumstances  which  have  made  the  application  of 
other  methods  of  inspection  very  difficult  and  unreliable. 


The  new,  quicker  curing  ("KWIK  CURE")  types  of  kubber 
offer  obvious  advantages  where  a  large  number  of  inspections  must  be 
made,  or  where  "down  time"  of  a  conponent  (or  system)  must  be  kept  to 
a  minimum. 


Magnetic  rubber  inspection,  whether  using  KWIK  CURE  or  rewlar 
rubber  formulations  may  sometimes  appear  to  be  a  simple  technique  which 

can  be  sensitively  euid  relied>ly  applied  by  operators  with  relatively 
little  special  training.  The  present  investigation  has  shown,  however, 
that  a  number  of  factors  may  influence  the  inspection  performance  and 
that  successful  inspection  is  likely  to  be  achieved  only  where  there  is 
close  and  perceptive  control  of  the  effective  vetriedsles.  There  is, 
therefore,  a  need  for  informed  preparation  of  a  detailed  specification 
of  the  technique  for  each  application,  with  full  reference  to  materials 
and  equipment  to  be  used  aqd  the  procedure  to  be  followed.  There  is 
need  also  for  careful  training  and  instruction  of  inspectors  who  are  to 
apply  the  technique.  There  must  be  developed  in  the  mind  of  the 
inspectors  an  awareness  and  basic  understanding,  of  the  effects 

(i)  of  variations  in  temperature. 


(ii) 


of  small  inaccuracies  in  the  qucuitities  of  additives  used 


(iii)  of  delays  in  pouring  the  solution  and  in  applying  the 

magnetic  field. 

Such  training,  and  understanding,  and  an  all-pervading 
concern  for  quality  of  performance,  are  essential  if  the  inspectors  are 
to  achieve  the  high  levels  of  defect  detection  ahd  measurement  which 
the  technique  is  capable  of,  and  which  are  in^ritive  for  the  confident 
assessment  of  the  integrity  of  critical  structural  and  mechanical 
components.  Otherwise,  cracks  may  eventually  be  missed. 
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Test  specimen  representative  of  an  actual  component, 
showing  location  (arrowed)  of  laboratory  -  produced 
fatigue  crack. 


Arrangement  of  magnet  and  pole  pieces 
on  test  specimen,  with  rubber  solution 
about  to  be  poured  into  plasticene  dam. 
(A  similar  dam  is  present  on  the  other 
side  of  the  specimen,  between  the  pole 
pieces) . 


Magnification : 


Reference  standard  cast  and  cr?.ck 
indication,  arrowed.  (crack  length 
is  1.7  mm) 
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ADDENDUM 


Since  completion  of  this  Technical  Memorcuidum  a  paper  titled 
"Development  and  Applications  of  Fast-Sensitive  Magnetic  Rubber 
Inspection  Formulations"  by  H.J.  Weltman,  W.T.  Kaarlela, 

J.D.  Reynolds  and  J.E.  Halkias  has  been  published  in  the  July  1984 
issue  of  the  Journal  "Materials  Evaluation".  All  of  the  Authors 
are  staff  members  of  the  General  Dynamics  (GD)  Corporation,  the 
original  developers  of  the  Magnetic  Rubber  inspection  Technique. 


The  essential  conclusion  of  the  paper  is  that  at  "Room  Ten^erature" 
the  fast-curing  grey  magnetic  rvibber  formulation  (presumably  502K) 
has  a  pot  life  of  between  4  and  9  minutes  and  corresponding  cure 
times  of  between  10  euid  20  minutes,  depending  on  the  quantity  of 
catalyst  added.  Also  it  is  iiqplied  in  the  report  that  by  further 
adjustment  of  catalyst  quantities  and/or  the  temperature  of 
application  of  the  grey  formulation,  the  cure  time  range  may  be 
extended  to  5  minutes  minimum  to  30  minutes  maximum.  For  the 
fast-curing  yellow  formulation  (presumably  502y)  the  limits  of 
the  cure  range  are  reported  to  be  10  to  45  minutes. 


The  actual  temperature  taken  as  "Room  Tenperature  ’  by  the  GD 
workers  is  not  given  in  the  paper. 


The  pot  lives  and  cure  times  reported  by  the  GD  authors,  together 
with  those  quoted  by  the  manufacturers  and  those  observed  by  ARL 
and  reported  in  the  present  Technical  Memorandum,  are  given  in 
summary  form  in  the  attached  table.  Briefly,  the  ARL  experience 
has  been  that  although  with  catalyst  additions  corresponding  to 
those  used  by  the  GD  authors  a  pot  life  of  9  minutes  could  be 
achieved,  this  was  the  case  only  with  the  yellow  (502Y)  formulation 
and  even  then  not  consistently.  For  this  formulation  the  pot  life 
was  frequently  as  low  as  3  minutes,  at  15°C  (cmd  2  minutes  at  20"C) 


For  the  grey  formulation,  with  the  same  catalyst  additions,  the 
observed  pot  life  range  at  the  same  tenperatures  was  2.5  to  5.0 
minutes  (see  table) .  A  pot  life  of  9  minutes  was  never  approached. 


Similarly,  under  the  conditions  for  which  the  GD  authors  recorded 
a  cure  time  of  20  minutes  for  the  grey  formulation,  cure  times  for 
the  same  formulation  (502K)  of  6.5  to  11.0  minutes  were  observed 
by  ARL,  at  presumably  similar  temperatures. 


In  considering  possible  variations  in  pot  lives  and  cure  times 
it  is  of  interest  also  to  refer  to  the  information  given  by  the 
manufacturers  with  the  conntercially  procured  magnetic  rubber 
supplies.  According  to  this  information  a  20  minute  cure  time  for 
the  grey  (502K)  formulation  is  to  be  achieved  with  a  different 
catalyst  addition  to  that  recorded  in  the  GD  authors'  paper.  And 


. ../  whereas  with 


whereas  with  a  20  minute  cure  time  the  GD  authors  recorded  a 
9  minute  pot  life  the  manufacturers  report  one  of  only  4  minutes. 
(For  the  same  catalyst  addition  as  that  of  the  manufacturer  AKL 
observed  a  pot  life,  for  the  grey  formulation,  as  low  as 
2  minutes,  at  a  conqparable  tenqperature  of  application) . 

8.  The  foregoing  inconsistencies  in  observed/reported  pot  lives  and 
cure  times  for  the  fast  curing  magnetic  rubber  formulations  give 
support  to  the  view  that  considerable  care  should  be  taken  in  their 
use.  Action  should  be  taken  by  the  inspection  technician  to  ensure 
that  the  formulation  being  used,  together  with  the  catalyst 
proportions  chosen,  provides  adequate  pot  life,  i.e.  a  life 
sufficiently  long  to  allow  detectcd>le  magnetic  particle  migration 
and  aggregation  to  occur  when  a  defect  is  present.  For  exan^le, 
because  of  the  possibilities  of  batch  variation  in  formulation 
characteristics,  pot  life  should  be  determined  for  each  container 
of  magnetic  rubber  used  and  upon  each  usage  from  the  given  container 
when  there  has  been  a  significant  storage  time  between  usage. 


Attachment : 


Table  -  Illustration  of  Variation  in  Pot  Life  and 
Cure  Time 
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